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In this chapter, we describe X-ray phase tomography based on in-line phase contrast images. Phase tomography is a 
computational imaging technique, which is gaining increased attention due to the increase in sensitivity it offers over 
conventional, attenuation-based techniques. The increased sensitivity is of particular interest in biomedical imaging, 
especially for soft tissue visualization and analysis. The in-line technique offers a very simple imaging setup compared to 
other currently available X-ray phase contrast imaging techniques. The basic principles of the imaging technique are 
described, starting with an analysis of the image formation process, followed by a review of the most common 
reconstruction algorithms and practical results on parameter selection. Finally, three examples of biomedical imaging 
applications are presented: imaging of a human breast biopsy, small animal imaging and bone tissue engineering, with the 
aim to show imaging in different conditions and different reconstruction options. 
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1. Introduction 

In-line X-ray phase tomography is a computational imaging technique that relies on using the X-ray phase, calculated 
from Fresnel diffraction patterns, as input to a tomographic reconstruction algorithm to reconstruct the 3D refractive 
index distribution in a sample. Unlike attenuation, phase shift cannot be detected directly, but instead has to be put in 
evidence by introducing interference phenomena, known as phase contrast imaging. In the hard X-ray range, the from 
visible light microscopy well known technique of Zernike phase contrast [1], is unavailable with a large field of view 
due to the difficulty of producing the required X-ray optics. Nevertheless, several ways to achieve phase contrast in the 
hard X-ray range have been developed; essentially interferometry based [2, 3, 4], analyser-based [5] and propagation 
based imaging  
[6, 7, 8]. All these techniques require that the beam used for imaging has a defined phase, i.e. that it has a high degree of 
coherence. Currently, the best sources of coherent X-rays for phase tomography are synchrotrons. While all of the 
mentioned techniques provide powerful phase contrast imaging, the main advantages of the propagation technique is its 
simple imaging setup, essentially the standard synchrotron radiation micro-computed tomography (SR-µCT) setup [9] 
with the detector on a translation stage (Fig. 1), and that it introduces no optical elements in the beam path, effectively 
using all the available flux [8] and preserving the highest spatial resolution.  
 The main interest in phase imaging is the improved sensitivity it offers compared to attenuation-based techniques. 
The gain in sensitivity in the hard X-ray range can be several orders of magnitude for soft materials, which makes it 
appealing for biomedical imaging of soft tissue. Its main inconvenience is the need to calculate the phase shift, a 
process known as phase retrieval. Phase retrieval from Fresnel diffraction patterns is a non-linear inverse problem. So 
far, algorithms have depended on linearization of the forward problem, at first under the assumption of short 
propagation distances [10] or weak absorption [11]. Indeed, in the first application of this technique in biomedicine, 
imaging of a human breast biopsy, detailed in section 4, the samples were close to pure phase objects. In many 
biomedical imaging applications, however, there are also absorbing structures present. Essentially, four different cases 
can be distinguished: 
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1. Weak absorption contrast. This case is common in e.g. biological imaging, where the sample might consist 

only of soft tissue. 
2. Mostly weakly absorbing structures, in the presence of strongly absorbing ones. This case is 

medical applications and small animal imaging, where there can be a large range of absorption contrast 
between bone and soft tissue. 

3. Mostly strongly absorbing structures with some soft ones. This case appears in e.g. bone research, where it 
might be desirable to resolve both bone microstructure and vascularization simultaneously. 

4. Strongly absorbing structures with small relative absorption contrast. This case is common in e.g. 
paleontology, where the aim is to image small differences in mine
science, where the aim might be to resolve grains of similar composition in an alloy.

Recently, phase tomography has been applied for strongly absorbing objects. Mainly two developments has made this 
possible: extension of the phase retrieval algorithms to the strong absorption case [
techniques to deal with low frequency noise that often appear in the reconstructed refractive index when absorption is 
strong [13]. So far, in-line phase tomography is the only phase tomography technique that has been applied to the case 
of mixed soft/hard tissue samples. In this chapter, we describe the fundamentals of X
imaging. We further present reconstruction algorithm
applications in biology, corresponding to case 1

2. Propagation-based phase contrast imaging

In in-line, or propagation based, phase contrast imaging, phase contrast is achieved by simply
propagate in free space after interaction with the object. The contrast formation process can be understood in the 
framework of Fresnel diffraction.  

2.1 Wave-object interaction 

When an X-ray beam passes through an object, it may be
which changes its amplitude, and it might be retarded in the object, which changes its phase. For X
consider the object completely described by the complex refractive index
to, unity for hard X-rays, the 3D complex refractive index distribution in the object can be written as

 ���, �, �� � 1 
 ����, �, �� 

where �� is the complex refractive index decrement, 
Both quantities �� and � are real and positive. The amplitude and phase modulations introduced on the incident wave 
by the object can be described by a transmittance function [

 ����� � ����������� 
where ������� is the incident wave field, 
spatial coordinates in the plane perpendicular to the propagation direction 

 ���� � ���� exp������� � exp
Both the attenuation and the phase shift induced by the object can be described as projections through the absorption 
and refractive index distributions respectively, with

 ���� � �� 
! " # ���, �, �� d� 

Fig. 1 The imaging setup of synchrotron radiation propagation
phase contrast imaging. X-rays are taken from an insertion device, then 
monochromatized. The long source to sample distance yields a high 
degree of spatial coherence. The sample is mounted on a translation
rotation stage (standard SR-µCT setup). The detector, consisting of a 
scintillator, light microscope optics and a CCD, is mounted on a 
translation stage to allow for free space propagation of the beam after 
the sample. 

   

 

Weak absorption contrast. This case is common in e.g. biological imaging, where the sample might consist 

Mostly weakly absorbing structures, in the presence of strongly absorbing ones. This case is 
medical applications and small animal imaging, where there can be a large range of absorption contrast 

Mostly strongly absorbing structures with some soft ones. This case appears in e.g. bone research, where it 
might be desirable to resolve both bone microstructure and vascularization simultaneously. 
Strongly absorbing structures with small relative absorption contrast. This case is common in e.g. 
paleontology, where the aim is to image small differences in mineralization in a fossil, and in materials 
science, where the aim might be to resolve grains of similar composition in an alloy. 

Recently, phase tomography has been applied for strongly absorbing objects. Mainly two developments has made this 
sion of the phase retrieval algorithms to the strong absorption case [12] and introduction of regularization 

techniques to deal with low frequency noise that often appear in the reconstructed refractive index when absorption is 
phase tomography is the only phase tomography technique that has been applied to the case 

of mixed soft/hard tissue samples. In this chapter, we describe the fundamentals of X-
imaging. We further present reconstruction algorithms for both the weak and strong absorption case, and show three 
applications in biology, corresponding to case 1-3 above. 

based phase contrast imaging 

line, or propagation based, phase contrast imaging, phase contrast is achieved by simply
propagate in free space after interaction with the object. The contrast formation process can be understood in the 

 

ray beam passes through an object, it may be affected in two ways: it might be absorbed in the object, 
which changes its amplitude, and it might be retarded in the object, which changes its phase. For X
consider the object completely described by the complex refractive index � � % 
 ��. Since %

the 3D complex refractive index distribution in the object can be written as

� 
 ����, �, ��, 
is the complex refractive index decrement, � is the attenuation index and ��, �,

are real and positive. The amplitude and phase modulations introduced on the incident wave 
by the object can be described by a transmittance function [14] 

is the incident wave field, ����� the wave field at the exit plane of the object
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ralization in a fossil, and in materials 
 

Recently, phase tomography has been applied for strongly absorbing objects. Mainly two developments has made this 
] and introduction of regularization 

techniques to deal with low frequency noise that often appear in the reconstructed refractive index when absorption is 
phase tomography is the only phase tomography technique that has been applied to the case 

ray in-line phase contrast 
s for both the weak and strong absorption case, and show three 

line, or propagation based, phase contrast imaging, phase contrast is achieved by simply letting the x-ray beam 
propagate in free space after interaction with the object. The contrast formation process can be understood in the 

affected in two ways: it might be absorbed in the object, 
which changes its amplitude, and it might be retarded in the object, which changes its phase. For X-rays we can 

% is smaller than, but close 
the 3D complex refractive index distribution in the object can be written as 

(1) 

� �� the spatial coordinates. 
are real and positive. The amplitude and phase modulations introduced on the incident wave 

(2)   

the wave field at the exit plane of the object (D=0), x=(x,y) are the 

(3)   

Both the attenuation and the phase shift induced by the object can be described as projections through the absorption 

(4) 
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and 

 ���� � 
 �� 
! " # ����, �, �� d�

This means that both parts of the complex refractive index can be reconstructed by tomographic reconstruction
amplitude and phase can be measured for different angular settings of the sample
 

Fig. 2  Summary of the imaging modes available in the propagation based phase contrast setup. The first line illustrates standard 
tomographic acquisition: the projections of the samples for different angles of rotation are acquired with the detector close
sample (D~0). These radiographs are processed with the filtered back projection (FBP) algorithm to a reconstruction of the 3D 
absorption index. The second and third lines illustrate in
with the detector a distance ('( … '�) from the sample. In this case the application of the standard FBP algorithm yields an edge
enhancement effect, which is proportional to the Laplacian of the refractive index. The fourth line illustrates in
tomography. For each rotation angle, a phase retrieval (PR) algorithm is applied to the radiographs taken at different distances, 
providing the phase projection, or phase map
the 3D refractive index decrement. 

2.2 Contrast formation 

For the relatively short propagation distances we are interested in here, usually up to 1 m, the effect of propagation on 
the exit wave-field can be described in the framework of Fresnel diff
distance D downstream of the object is then written [

 

 �*��� � +,- ��/*�
�!* ∬ ������ exp

 
which is known as the Fresnel integral in the paraxial approximation (small diffraction angles). We can see that the 
effect of free space propagation on the wave
convolution integral. Written as a convolution we thus have

 �*�x� � 1*�x� ∗ ���x�, 

where 

 1'�x� � 1
�3' exp �i π

3' |�|2", 

� �. 

means that both parts of the complex refractive index can be reconstructed by tomographic reconstruction
amplitude and phase can be measured for different angular settings of the sample. 

Summary of the imaging modes available in the propagation based phase contrast setup. The first line illustrates standard 
tomographic acquisition: the projections of the samples for different angles of rotation are acquired with the detector close

0). These radiographs are processed with the filtered back projection (FBP) algorithm to a reconstruction of the 3D 
absorption index. The second and third lines illustrate in-line phase contrast tomography. The tomographic acquisition is performe

) from the sample. In this case the application of the standard FBP algorithm yields an edge
enhancement effect, which is proportional to the Laplacian of the refractive index. The fourth line illustrates in

. For each rotation angle, a phase retrieval (PR) algorithm is applied to the radiographs taken at different distances, 
phase map. These reconstructed phase maps are then processed with the FBP algorithm to r

For the relatively short propagation distances we are interested in here, usually up to 1 m, the effect of propagation on 
field can be described in the framework of Fresnel diffraction. The wave field 

downstream of the object is then written [15] 

� exp 7�  
!* ��� 
 ��� 
 �� 
 ����8 d�� 

is known as the Fresnel integral in the paraxial approximation (small diffraction angles). We can see that the 
effect of free space propagation on the wave-field is described by a linear system: we can identify Eq. 6 as a 

a convolution we thus have 

"  

(5) 

means that both parts of the complex refractive index can be reconstructed by tomographic reconstruction if 

 

Summary of the imaging modes available in the propagation based phase contrast setup. The first line illustrates standard 
tomographic acquisition: the projections of the samples for different angles of rotation are acquired with the detector close to the 

0). These radiographs are processed with the filtered back projection (FBP) algorithm to a reconstruction of the 3D 
. The tomographic acquisition is performed 

) from the sample. In this case the application of the standard FBP algorithm yields an edge-
enhancement effect, which is proportional to the Laplacian of the refractive index. The fourth line illustrates in-line phase 

. For each rotation angle, a phase retrieval (PR) algorithm is applied to the radiographs taken at different distances, 
. These reconstructed phase maps are then processed with the FBP algorithm to recover 

For the relatively short propagation distances we are interested in here, usually up to 1 m, the effect of propagation on 
raction. The wave field uD(x) at propagation 

(6) 

is known as the Fresnel integral in the paraxial approximation (small diffraction angles). We can see that the 
field is described by a linear system: we can identify Eq. 6 as a 

(7) 

(8) 

Microscopy: Science, Technology, Applications and Education 
                                            A. Méndez-Vilas and J. Díaz (Eds.)

©FORMATEX 2010 393

______________________________________________



which is known as the Fresnel propagator. In many cases, for example for simulating phase contrast images, it is more 
convenient to describe this system in the Fourier domain, which is trivial since it is a linear system. The convolution in  
Eq. 7 then becomes a multiplication, and it turns out that the Fourier transform of the propagator can be written 
analytically. If we take the 2D Fourier transform as 

 9:�f� � ℱ<9=�f� � # 9�x� exp�
�2>� ⋅ @� d�, (9) 

the Fourier transform of Eq. 8 is  

 1:'�f� � exp�
iπ3'|@|2�. (10) 

The intensity of the wave at a distance D downstream of the sample is 

 A*��� � |�'�x�|�, (11) 

which is the quantity that can be detected. Such an image is referred to as a Fresnel diffraction pattern or a phase 
contrast image. Intensity is measurable in essentially every plane downstream of the object, but the phase shift is lost, 
and has to be reconstructed from intensity images. There is thus a quantitative but non-linear relationship between the 
induced phase and the contrast. 

2.3 Phase-contrast tomography 

The phase contrast images can be used directly as input to a tomographic reconstruction algorithm. This yields an edge-
enhancement effect which can already provide useful images, especially for soft tissue visualization. To show how the 
resulting contrast relates to the refractive index decrement, we start by observing that the intensity at distance D can be 
approximated as [8] 

 A*��� ≈ A���� exp C
 !*
� ∇�����E, (12) 

assuming that the absorption modulation ���� varies slowly compared to the phase modulation ����. Taking the 
natural logarithm of Eq. 12, analogously to the pure absorption case, yields a projection of the form 

 
ln�A'���� ≈ �4>/3� # ���, �, ��d� 
 ' J K2
K�2 
 K2

K�2L # ����, �, ��d �. (13) 

Since tomographic reconstruction is a linear operation, we can consider the two terms independently. The first term is 
simply the projection through the absorption index, as in Eq. 4. The second term is the 2D Laplacian in the image plane 
of the refractive index decrement projection. Using this as input to a tomographic reconstruction algorithm reconstructs 

 9��, �, �� ≈ �4>/3� ���, �, �� 
 ' J K2
K�2 
 K2

K�2 
 K2
K�2L ����, �, ��, (14) 

which is the superposition of the linear attenuation coefficient M��, �, �� � �4>/3� ���, �, �� and the 3D Laplacian of the 
refractive index decrement. Note that this relation is an approximation valid for relatively short distances and weak 
phase. 

3. Phase retrieval 

More interesting is to use the quantitative relationship of Eq. 11 to reconstruct the phase shift from phase contrast 
images. It is not straight forward to use this relation directly, due to the non-linearity. Iterative methods, like those used 
in coherent diffraction imaging [16-20], could be considered, but are time consuming, do not guarantee convergence, 
and first applications have not been promising [21]. Instead, most reported methods can be considered as being based 
on linearization of Eq. 11 to provide a linear forward problem, which yields efficient reconstruction algorithms. Two 
main classes of algorithms can be identified in literature: algorithms based on a linearization with respect to the 
propagation distance, which yields what is known as the transport of intensity equation (TIE) [22-23], and algorithms 
based on linearization with respect to the object, which yields the contrast transfer function [11]. To derive the 
algorithms, it is useful to start from the observation that the Fourier transform of the recorded intensity can be written as 
[24] 

 AN*�@� � # � �� 
 !*@
� " �∗ �� 
 !*@

� " exp�
�2>� ⋅ @� O�. (15) 

3.1 Weak absorption case 

If the absorption can be considered weak, we can Taylor expand to the first order with respect to the absorption and 
phase shift in Eq. 3 [11]: 

 ���� ≈ 1 
 ���� 
 �����. (16) 
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Substituting into (Eq. 15) and retaining only first order terms yields a linear contrast model: 

 AN*PQR�@� ≈ ��@� 
 2 cosV>3'|@|WX�Y��� 
 2 sinV>3'|@|WX�:���, (17) 

where ��@� is the 2D Dirac delta. Eq. 17 is known as the contrast transfer function. In spite of the initial assumption of 
weak absorption and phase, it is valid for weak absorption and slowly varying phase [24]: 

 ���� ≪ 1,    |���� 
 ��� 
 3'@�| ≪ 1, (18) 

which is a weaker condition. Eq. 17 can be used to solve for both the absorption and phase by linear least squares 
optimization: 

  arg min_Y���,à ��� ∑ cAN*PQR�@� 
 AN*de��@�c*
� 
 f‖�:���‖� (19) 

where ANhi+j�f� are the recorded intensity images and the second term is a regularization term [25] that prevents the 
solution from becoming unbounded. The solution for the phase is 

   �:��� � (
�∆mn �� ∑ sin�>3'|@|W�AN*de��@�* 
 � ∑ cos�>3'|@|W�AN*de��@�* �, (20) 

where � � ∑ sin�πλ'|@|��cos�πλ'|@|��h , � � ∑ cos��πλ'|@|��h  and ∆� �p 
 �� with p � ∑ sin��πλ'|@|��h . Due 
to the sine squared in the denominator in Eq. 20, the propagation distances have to be selected carefully to avoid zeros. 
The optimal distances have been found to be dependent on the pixel size qr, wavelength and number of distances 
chosen (usually 2-4). It turns out that the optimal set of distances is always a combination of distances described by [26] 

   ' � �s�t�qr� 
 t(qr 
 t�� 
 O(qr 
 O��/3     (21) 

with t� � 
5.3, c( � 0.4, t� � 38.4, O� � 4.67, O( � 13.3, λ in Å, D in mm and s ∈ ℕ. The optimal values of k are 
(3, 5), (4, 5, 7) and (4, 6, 7, 9) for the most commonly used number of distances [26]. The possibility to use several 
propagation distances is an advantage since it allows to increase the signal to noise ratio by recording more phase 
information. A weakness of this model is that it is only valid when the absorption is weak. Reconstruction often retains 
the main features of the imaged object, but reconstructed values are underestimated [27]. Certain modifications have to 
be made to extend validity to the strong absorption case. To introduce these, we start by describing the transport of 
intensity model. 

3.2 Short propagation distance case 

The TIE describes the change induced in the wavefield by propagation over an infinitesimal distance. One possible way 
of deriving the TIE is to Taylor expand the transmittance function to the first order with respect to D in Eq. 11 as  
��� 
 3'@/2� ≈ ���� 
 (

� 3'@ ⋅ ∇���� [28], which yields  

 
}~����}����

* � 
 !
� ∇ ⋅ �A����∇�����. (22) 

The Taylor expansion imposes that D must be small. If we let D go to zero, the left hand side of Eq. 22 can be identified 
as a differential so that 

 
�

�� A���� � 
 !
� ∇ ⋅ �A����∇�����, (23) 

which is the transport of intensity equation [29]. Solving Eq 22 for the phase yields an elegant and efficient phase 
retrieval algorithm: 

 ���� � 
 � 
! ∇�� �∇ ⋅ 7 (

}���� ∇ C∇�� }~����}����
* E8", (24) 

provided that the inverse Laplacian is regularized, e.g. by using ∇f��� �1 4>2�⁄ ℱ
1 1 ���
2 
 ��

2 
 f�� ℱ [30]. Use of this 

algorithm in applied work has not been reported, however. This might be due to a susceptibility to low frequency noise 
(which is true for all algorithms for this problem, due to a weak transfer of information from phase shift to contrast in 
the low frequency range), and sensitivity to high frequency noise [27].  
 Several extensions to this algorithm have been reported, mainly with an eye to do phase retrieval from one phase 
contrast image only. With weak, or homogeneous, absorption, Eq. 24 becomes [31] 

 ���� � 
 � 
!* ∇f�� �}~���

}���� 
 1", (25) 

which has been demonstrated to be a feasible algorithm in the weak absorption case, provided the regularizing 
parameter f is chosen properly [32]. This type of algorithm has found application where absorption is weak and close to 
homogeneous in e.g., imaging of microfossils [33]. Another proposition is to assume that the object is homogeneous, 
i.e. that the ratio ��/� is constant in the sample. Due to the homogeneity assumption, we can set A���� � exp ��2�/
�������� and rewrite Eq. 22 as [34] 
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 exp C2�
�� ����E � A*��� �
 !*

� 
��
�� ∇� 
 1"�(

. (26) 

We can solve Eq. 26 for the phase as [34] 

 ���� � ��
2� �ln �ℱ�( � }N~

�~
2�  

��
2�|@|�m(� �����, (27) 

Which, like Eq. 25, only requires one image, but has yet to be proven experimentally in an applied study. 

3.3 Strong absorption case 

To take into account strong absorption, the linearization of Eq. 11 can be modified to a linearization with respect to the 
phase only in a first step, which yields [12] 

 AN*�@� � # � �� 
 !*@
� " � �� 
 !*@

� " C1 
 i� �� 
 !*@
� " 
 �� �� 
 !*@

� "E exp�
�2>� ⋅ @� O�. (28) 

Expanding the multiplication and making the variable changes � � � 
 λ'@ 2⁄  and y � � 
 λ'@ 2⁄  gives 

 AN*�@� � AN*`���@� 
 sinVπλ'|@|2X # ���� �������� 
 λ'@� 
 ��� 
 λ'@��exp�
�2>� ⋅ @�d� 
 
� cos�πλ'|@|�� # ���� �������� 
 λ'@� 
 ��� 
 λ'@��exp�
�2>� ⋅ @�d�, (29) 

where AN*`���@� is the intensity if there was no phase shift. This is usually approximated by the Fourier transform of the 
absorption image i.e., AN��@�. At this stage, a linearization with respect to the absorption is introduced, with ��� 

λ'@� 
 ��� 
 λ'@� ≈ 2���� and ��� 
 λ'@� 
 ��� 
 λ'@� ≈ 2λ'@ ⋅ ∇���� (under the condition that the absorption 
is slowly varying i.e., |��� 
 λ'@� 
 ��� 
 λ'@�| ≪ 1�. The resulting integrals can be identified as Fourier 
transforms, so we have the linear contrast model 

 AN*�}��@� � AN*`���@�+2 sin�πλ'|@|��ℱ<A��=�@� 
 cos�πλ'|@|�� �*
�π

ℱ<∇ ⋅ ��∇A��=�@�. (30) 

This formula has the advantage of being valid for strong absorption. It also unifies the CTF and TIE as it approaches the 
TIE in the limit of short propagation distance, and the CTF in the limit of weak absorption. Eq. 30 can, similarly to Eq. 
17, be used to pose a linear least squares minimization problem. However, due to the derivatives of the phase appearing 
in the third term, this is solved by successive minimizations and updates of the phase gradient. It is also more 
convenient to solve for the phase-absorption product ���� � A0������� that appears in the second term. We therefore 
have 

 �Y��m(��@� � ∑ P~�@�C}N~�@��}N~����@���~
����@�E~

∑ P~��@�mn~
 , (31) 

with p*�@� � 2 sinV>3'|@|2X and Π*
����@� � cosV>3'|@|2X λD

2π
ℱ 7∇ ⋅ �C����∇ln�A0�E�8 �@� where ������� � 0. The phase can 

then be found by dividing away the absorption image. 

3.4 Regularization of phase retrieval 

Sometimes, the reconstructed refractive index shows strong low-frequency noise, as shown in the refractive index 
decrement reconstruction in Fig. 2. This can strongly inhibit the possibility to quantitatively analyze the reconstructed 
volumes. This kind of artefact can be handled by introducing information in the low frequency range from the measured 
attenuation. By assuming that the object is homogeneous i.e., that the ratio ��/β is constant, we can define an a priori 
term on the low frequencies [13]: 

 �Y��@� � ��@�ℱ 7 δ
2β A0ln�A0�8 �@�, (32) 

where H�f�  is a suitably chosen low-pass filter. Eq. 31 then becomes 

 �Y��m(��@� � ∑ P~�@�C}N~�@��}N~����@���~
����@�Emn¡¢ ��@�~

∑ P~��@�mn~
 . (33) 

The parameter α can be chosen with the L-curve criterion [13, 35]. This is defined as the parametric curve t�α� �
�log�|¤�α�|� , log�|¥�α�|��, where ¤�α� is the model error (e.g. with the mixed approach, ¤�α� � ∑ ¦ph�@�ψ¢¨�@� 
h
©AN*�@� 
 AN*ª���@� 
 Π*�@�«¦, where ψ¢¨�@� is the solution for a certain value of α), and ¥�α�= ¦ψ¢¨�@� 
 ψ¢��@�¦ is the 
regularization error. The optimal value of α, in the sense that a change in α will make the minimal change to both error 
terms, i.e. the optimal trade off between the two error terms, is then found at the point of maximum curvature (the 
“corner”) of the L-curve. A practical implementation is to sample the L-curve at a number of values of α, then fitting a 
cubic spline to these points, for which it is easy to find the point of maximum curvature [13].  
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3.5 Phase tomography 

All the above mentioned phase retrieval algorithms can be coupled to a tomographic reconstruction algorithm such as 
FBP. Phase retrieval is then applied to the radiograph(s) recorded at different distances, separately for each angle. The 
phase maps are then used as input to the tomographic reconstruction algorithm (Fig. 2).  

4. Applications 

We now show three applications of phase tomography in biomedical imaging, based on data acquired on the ID19 
beamline at the European Synchrotron Radiation Facility (ESRF). Even though there is not yet a large body of applied 
work with the presented techniques, the following applications have been chosen to present different imaging and 
reconstruction parameters.  
 The first application, imaging of a human breast biopsy [36], is an example of imaging of pure soft tissue samples 
and corresponds to the first case in section 1. This case can be extended to other types of samples involving imaging of 
soft tissues only. 
 In the second application, small animal imaging for soft tissue anatomy [37], a very small earless frog is imaged to 
elucidate the anatomy of its hearing apparatus. Due to the small size of the animal, this is a particularly challenging case 
of small animal imaging. This corresponds to the second case in section 1, and can be extended to anatomical imaging 
of other small animals, such as mice. 
 The third application, imaging of porous biomaterials for soft tissue quantification [38], corresponds to case 3 in 
section 1. Due to the strong absorption and mix of soft and hard tissues, this is the most challenging case. The imaging 
methodology could be extended to e.g. bone biopsies and high resolution imaging of small animal anatomy.  

4.1 Imaging of a soft tissue biopsy 

Conventional X-ray mammography, based on the absorption of X-rays in the tissues, remains the gold standard 
employed for breast cancer screening. However, about ten to twenty percent of the clinically evident breast cancers with 
palpable abnormalities are not detected by this technique. The potential interest of phase imaging in this context is two-
fold: 1) better and earlier detection of anomalies and 2) screening cancer with a lower X-ray dose.  
 As a feasibility study [36], we performed phase tomography of small excised breast tissue samples obtained from 
biopsies. The biopsy was enclosed in a 13 mm diameter and 17 mm height container, made from 1 mm thick Plexiglas. 
It originates from a patient who suffers from chronic mastopathy. Mastopathy is a broadenoma and cystic disease of the 
breast. It is characterized by an imbalance between epithelial and connective tissue growth with highly proliferative and 
regressive changes of the breast tissue. Although mastopathy is a benign disease, this pathology can be a temporary 
phase in the malignant tumour development process. In the lower part of the sample, skin tissue can be found. The rest 
of the sample contains adipose and glandular tissue. The skin was oriented perpendicular to the cylinder axis such that 
about 10 mm of tissue is projected onto the detector. 
 Figure 3 compares an absorption radiograph (a) and a retrieved phase map (b) of the cylinder containing the biopsy. 
The radiographs were acquired at an X-ray energy of 25 keV and a detector pixel size of 7.5 µm. The phase map as 
compared to the absorption image shows similar texture of the tissue but with a clear enhancement of contrast. In order 
to optimize the contrast for soft tissues at relatively low spatial resolution, very large propagation distances were used: 
0.03 m (attenuation), 1 m, 4.3 m and 8.8 m. The phase map was retrieved assuming a slowly varying phase and no 
amplitude modulation. In order to account for the attenuation that necessarily occurs in the relatively thick sample, the 
contribution of attenuation was eliminated by division with the absorption image. This is a usable ad hoc solution if the 
absorption introduces a slowly  
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Fig. 3 Comparison of attenuation and phase imaging of a human breast biopsy. (a) Absorption image recorded at 0.03 m sample-to-
detector distance. (b) Phase map retrieved from 4 propagation based images recorded at 0.03 m, 1 m, 4.3 m and 8.8 m. (c) 
Tomographic slice mapping the linear attenuation coefficient in the breast tissues. (d) Tomographic slice mapping the variations of 
the mass density in the breast tissues. The contrast is inversed with respect to the attenuation case. The magnified portion in (d) 
clearly reveals the collagen and fatty cells.  
 
varying envelope in the signal. In more complex cases, the mixed approach as described by Eq. 30-31 is required. Due 
to the large propagation distances used (up to 8.8 m) and despite the very large source-to-sample distance of 145 m on 
beamline ID19, a significant magnification of the radiographs occurs. The images were corrected for this magnification 
before the actual phase retrieval. 
 In order to obtain three-dimensional images, this procedure was repeated for 1200 angular positions of the sample. 
Fig. 3 (c) and (d) show tomography sections of the biopsy. The slice chosen corresponds to the center of the sample. 
The phase tomography (Fig. 3 (d)) shows a big improvement of the contrast compared to the absorption tomography 
(Fig. 3 (c)) and greatly facilitates feature characterization. Many details hardly perceptible in the absorption mode, such 
as fatty cells and collagen fibrils, are clearly distinguishable due to the increased contrast. For the phase tomography, 
the grayscale in the images scales linearly with the density of the tissues. Dark regions represent denser materials 
(smaller refractive index). The fatty cells (bright regions) appear with a lower density than the matrix (formalin) and 
than the collagen fibrils which are packed, forming bundles (dark regions). Phase tomography provides 3D density 
maps that are qualitatively very similar to histological sections, taken with the same resolution. This could represent an 
advantage for the characterisation of biopsies, enabling the bulk of the sample to be rapidly examined and avoiding the 
constraints and artefacts related to the sample preparation for histology. 
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4.2 Small animal imaging for soft tissue anatomy 

Brachycephalus didactyla, one of the world’s smallest tetrapods (9.8 mm SVL for a mature adult male), lacks an 

external tympanum [39]. The lack of a tympanum is one of the most common anatomical modifications in anurans [40-

41] and is manifested in its most extreme form (in about 6% of the world's species) by the complete absence of a middle 

ear (tympanum, tympanal ring, columella, extracolumella, middle ear cavity, and eustachian tube).Without the external 

tympanum acting as an interface between the external environment and the inner ear, this species can be considered 

anatomically deaf. Paradoxically, species of the genus Brachycephalus still display acoustic behavior. Even though a 

relatively large number of species without a middle ear are known, the origins of earless frog are still unclear, largely 

due to their complex nature [42]. A detailed knowledge of the 3D structure and composition of the ear is crucial to 

clarify the functioning and evolution of the hearing mechanism.  

 A frog specimen (adult B. didactyla, specimen collection of the Museum National d’Histoire Naturelle (MNHN) 

collected in Southeasthern Brazil, close to Rio de Janeiro, in 1970) was placed in a small polypropylene tube, filled with 

a 1 % formalin solution, for imaging. Images were obtained using 35 KeV wiggler radiation monochromatized with a 

vertical double Si-crystal monochromator [43-44]. A FReLoN CCD Camera [45] was used for detection, with an image 

size of 2048 x 2048 pixels at a pixel size of 4.91 µm. Three sample-detector distances (0.04, 0.5 and 0.9 m) were used, 

at which 1000 radiographic images were acquired over a 180° range. Phase retrieval was performed using the mixed 

approach (Eq. 30-31), and the 3D refractive index distribution was reconstructed using FBP. From this the 3D skull 

structure and soft tissue details were extracted. Three dimensional renderings were obtained after semi-automatic 

segmentation of the skeleton, using Avizo 6.1 (Mercury Computer Systems, Chelmsford, MA, USA) 

 Comparing absorption and phase tomography, it is clear that soft tissue visualization is enhanced in the phase 

tomography (Fig. 4 (a-b)). The phase tomography enables segmentation and visualization of both mineralized and non-

mineralized tissue (Fig. 4 (c)). Based on the phase tomography data, it is possible to show that B. didactyla has a middle 

ear consisting of only an operculum and an opercular muscle. The operculum is partially ossified, contrary to what is 

observed in anurans with a middle ear (Fig. 4 (d)). The analysis of the phase tomography data shows a well developed 

sensorial papilla and the presence of cartilage inside the interstitial space of the otic capsule. 

 

  

Fig. 4 Slices from (a) SR-µCT, and (b) phase tomography. In (a), contrast in the mineralized tissue is good, but soft tissue is almost 

invisible. In (b), both soft and hard tissue is well contrasted. From this reconstruction it is possible to segment and visualize bones, 

organs and parts of the central and peripheral nervous systems (c). This permits detailed anatomical study of the hearing apparatus in 

the specimen, such as segmentation of the operculum and opercular muscle (d). 

4.3 Imaging of porous biomaterials for soft tissue quantification 

The use of biodegradable, porous biomaterials in conjunction with tissue engineering techniques shows promise for use 

as artificial bone grafts [46], known as scaffolds. They can also be used as substrates for 3D cell cultures of e.g., bone 

forming cells, for the study of different culture conditions, the performance of different biomaterials, or the effect on 

cell behavior of environmental factors such as weightlessness. Desired properties of these biomaterials are that they 

have a surface favorable for cell attachment, that they stimulate osteoblast precursors to differentiate into mature bone 

forming cells, and that they can contribute to bone regeneration. They should also be resorbable by the receiving body, 

and be replaced by new, living bone [47]. Bone formation and resorption can be quantified by SR-µCT [48] and 

microdiffraction [49], but these techniques lack the sensitivity to resolve the fibrous tissue. Quantification of this soft 

tissue is important for the characterization of such biomaterials, since it constitutes the sites where new bone formation 

is possible. Phase tomography, however, enables the analysis of this phase [38]. 

 

(a) (b) (c) (d) 
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